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Simultaneous detection of selenium by atomic fluorescence and sulfur by
molecular emission by flow-injection hydride generation with on-line
reduction for the determination of selenate, sulfate and sulfite
J.F. Tyson a,∗, C.D. Palmer b
a Department of Chemistry, University of Massachusetts, 710 North Pleasant Street, Amherst, MA 01003, USA
b Lead Poisoning Trace Elements Laboratory, Wadsworth Center, New York State Department of Health, P.O. Box 509, Empire State Plaza, Albany, NY 12201-0509, USA
a b s t r a c t
An inductively coupled plasma atomic fluorescence spectrometry (ICP-AFS) instrument, was modified
so that it was capable of monitoring transient chromatographic or flow-injection profiles and that sul-
fur molecular emission and selenium atomic fluorescence could be monitored simultaneously in an
argon–hydrogen diffusion flame on a glass burner. The analytes were introduced as hydrogen selenide and
hydrogen sulfide, generated on a flow-injection manifold. Selenate was reduced to hydride-forming selen-
ite by microwave-assisted on-line reaction with hydrochloric acid, and sulfate, or sulfite, was reduced to
hydride-forming sulfide by a mixture of hydriodic acid, acetic acid and sodium hypophosphite. The effects
of the nature of reducing agent, flow rate, microwave power and coil length were studied. The limit of
detection (3 s) for selenium was 10g L−1, and for sulfide was 70g L−1 (200-L injection volume). The
calibration was linear for selenium up to 2 mg L−1 and to 10 mg L−1 for sulfide. The throughput was 180 h−1.
The three sulfur species could be differentiated on the basis of reactivity at various microwave powers.
1. Introduction
A number of selenium-enriched materials derived from plant
sources have anti-cancer properties as well as being suitable
sources of the selenium needed to keep healthy [1,2]. There is,
therefore, considerable interest in the identification of the organo-
selenium compounds in these materials and of the interaction of
such compounds with biological systems. Procedures based on
high-performance liquid chromatography (HPLC) with inductively
coupled plasma mass spectrometry (ICP-MS) detection have been
developed [3] but only limited success has been achieved so far
with matching of retention times with those of standards because of
the limited number of authentic compounds available. The same is
true for the coupling of organic mass spectrometry with HPLC sep-
aration [4] because of (a) the poorer detection capabilities of such
instruments compared to those of ICP-MS and (b) the interferences
due to the presence of sulfur analogues in the chromatographic
eluent. In addition, reactions in which species that contain both
selenium and sulfur are formed are of considerable interest [5–7].
There is, therefore, a need to detect S and Se simultaneously; how-
ever, although the detection capability of the quadrupole mass
spectrometers currently used with ICP sources, is adequate for the
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detection of selenium (once potential isobaric interferences have
been taken of), it is insufficient to detect S-containing species reli-
ably, though the formation of oxides in a reaction cell offers some
possibilities [8,9]. As an alternative approach to the determination
of these elements, it is worth considering the possibilities of optical
spectroscopies.
Sulfur can be determined via the absorption or emission charac-
teristics of simple molecular species, such as S2. Selenium may be
determined by atomic absorption, emission or fluorescence spec-
trometry. The relevant species can be produced in cool flames [10]
whose temperatures can be controlled by diluting the fuel with an
inert gas, such as argon or nitrogen [11]. However, when solutions
are nebulized into such flames, the solvent evaporation and sample
vaporization are inefficient [12]. One method of avoiding this lim-
itation is conversion of the analyte to a volatile derivative that can
then be transported to the flame as a vapor.
In 1975, Thompson described [13] a dispersive atomic fluores-
cence spectroscopy (AFS) system for the determination of arsenic,
selenium antimony and tellurium following hydride generation.
The atom source was an argon–hydrogen flame maintained on a
Pyrex glass burner. A similar system with a continuous-flow man-
ifold was described by Ebdon et al. [14] for the determination of
arsenic and selenium from the appropriate oxidation state precur-
sors (selenium must be in the +4 oxidation state, as Se(VI) does not
form H2Se in acid solutions of borohydride). Most of the hydride-
forming elements can be detected in the flame in the ultraviolet
region of the spectrum, below 250 nm, where there is little back-
ground. Also, because the analyte has been separated from the
matrix, non-dispersive AFS detection is possible. Since Tsujii and
Kuga [15] first described the technique in 1974, a number of non-
dispersive AFS systems have been developed [16–18]. Corns et al.
[19] developed commercial instrumentation based on a study of
suitable excitation sources, atom reservoirs, optical configurations,
and the optimization of flow-injection hydride generation param-
eters for the determination of arsenic and selenium. The atom cell
was a flame, fueled by hydrogen produced from the decomposi-
tion of borohydride (1.5%, m/v) in the flow manifold, sustained on
a simple borosilicate glass tube burner.
Sulfur can be detected if introduced into the flame in the form
of hydrogen sulfide or as sulfur dioxide (though with a much
lower sensitivity). Arowolo and Cresser [12] found that a 5g mL−1
sample of sulfide produced emission from H2S that was approxi-
mately four times more intense than that from the SO2 generated
from 100g mL−1 of sulfite following reaction with hydrochloric
acid. The best sensitivity and hence detection limits will only be
achieved if the sulfur compounds are reduced to the S2− state. As
noted above, selenium species must be reduced to the Se(IV) state
prior to the hydride generation stage. The reduction of Se(VI) to
Se(IV) by hydrochloric acid in a flow-injection manifold has been
reported [20–22]. For organo-selenium compounds an oxidation
step is required to covert the selenium to selenium (VI) prior to
reduction. Several research groups have described [23–26] the on-
line microwave-assisted digestion hydride generation of inorganic
and organic selenium species.
Arowolo and Cresser [27] described a flow-injection system for
the determination of sulfite and sulfur dioxide by cool flame molec-
ular emission after reduction to hydrogen sulfide with borohydride.
This overcame the problem of the low emission intensity of sulphur
dioxide in the cool flame. Santos and Korn reduced sulfite to sulfide
with granulated zinc in 1 M HCl solution [28], with detection, after
diffusion through a Teflon membrane, by visible absorption spec-
trophotometry. Cmelik et al., showed [29] that it was possible to
determine sulfite in wine by introduction of the associated sulfur
dioxide into an ICP for emission measurements in the vacuum UV.
The reduction of sulfate to hydrogen sulfide is less thermody-
namically favored, usually involving the off-line addition of the
sample to a strong reducing agent, followed by heating. Even though
procedures based on molecular emission cavity analysis (MECA),
molecular emission and molecular absorption have been devel-
oped for sulfate, the off-line reduction is not easily adapted to
flow-injection sample introduction. Rancke-Madsen [30] and Kiba
et al. [31] reduced sulfate to hydrogen sulfide with a mixture
of tin(II) chloride and phosphoric acid [tin(II) ‘strong’ phospho-
ric acid]. Steinbergs et al. [32] used magnesium as the reducing
agent for the determination of total sulfur in soil and plant material.
Other sulfate reducing agents have involved various hydriodic acid
mixes: hydriodic, hypophosphorous, and formic acids [33], hydri-
odic acid and red phosphorous [34], hydriodic, hypophosphorous
and acetic acids [35], as well as hypophosphorous and hydrochloric
acids [34].
We have developed, a flow-injection system in which Se(VI)
was reduced to Se(IV), and sulfate and sulfite to sulfide. Once con-
verted to the gaseous hydrides, these species were determined
in an argon–hydrogen diffusion flame by fluorescence (selenium)
and emission (sulfur) spectrometry. A number of reducing agents
were evaluated, together with the need for a heat source for which
microwave radiation was considered the most suitable. To the best
of our knowledge, this is the first report of a spectroscopic determi-
nation based on the simultaneous monitoring of the emission from
a collisionally excited species and from a photoexcited species. In
addition to characterizing the analytical parameters, the possibili-
ties of the system for speciation analysis were evaluated.
Table 1
Summary of optimized system conditions.
Spectrometer
Modified Baird AFS-2000 Controlled by LabView 3.0.1. Virtual
Instrument Software
Se HCL 0.6 A peak current (6 mA average), 1% duty
factor, 25 Hz
Se filter 196 nm
S channel 378 nm
Hydrogen diffusion flame
Burner 4 cm i.d. × 20 cm long borosilicate glass tube
Hydrogen 200 mL min−1
Argon 600 mL min−1
Optimum viewing height Se 3 mm
Flow-injection manifold
SAOB carrier 0.1% (m/v) sodium borohydride + 0.1% sodium
hydroxide + 0.1% sodium citrate
Reducing agent 2.5 g sodium hypophosphite + 25 mL glacial
acetic acid + 100 mL 47% hydriodic acid
Microwave reaction coil 0.8 mm i.d. × 4 m long
Cooling coil 0.8 mm i.d. × 2 m long
Stripping coil 0.8 mm i.d. × 0.6 m long
Carrier flow rate 2.0 mL min−1
Reductant flow rate 4.3 mL min−1
Microwave oven 50% power (reduction of all sulfur species)
2. Experimental
2.1. Instrumentation and reagents
2.1.1. Spectrometer
A modified Baird AFS-2000 atomic fluorescence spectrometer
(Baird Corporation, Bedford, MA, USA) was used in all selenium
and sulfur determinations. The plasma torch was replaced with a
burner for a hydrogen diffusion flame. One of the hollow cathode
lamp (HCL)/photomultiplier tube (PMT) modules was utilized for
the excitation and detection of selenium fluorescence. The PMT
detector was fitted with an interference filter at 196 nm. A Baird
selenium hollow cathode lamp was mounted at 60◦ laterally to the
selenium PMT. The modified electronics for this system included a
pre-amplifier, RC filter, difference amplifier, current to voltage con-
verter, integrator, and buffer [36]. The selenium lamp was pulsed
at a 25 Hz with 0.6 A peak current (6 mA average current), and 1%
duty factor. System parameters are shown in Table 1.
For the molecular sulfur emission optics, the Baird monochro-
mator unit was initially considered, but proved unsuitable because
of low light throughput characteristics. Instead an IP-28 PMT with
a Baird thallium interference filter (378 nm) was mounted on one
of the Baird PMT module stands. For data collection, the differ-
ence amplifier and integrator chips were removed from the one
of the ‘fluorescence’ signal processing boards. Thus the PMT cur-
rent was converted to a voltage, filtered in a simple RC circuit, and
then buffered and digitized using a data acquisition board (National
Instruments). The modified spectrometer is shown schematically in
Fig. 1. The selenium lamp and ‘track and hold’ electronics, as well as
data collection for both selenium fluorescence and sulfur emission
were controlled by LabView version 3.0.1 (National Instruments,
Austin, TX, USA), running on a 66 MHz PC (running Windows for
Workstations version 3.1.1).
The burner, based on the design proposed by Corns et al. [19],
was a borosilicate glass tube (4 mm i.d. × 20 cm long), mounted in
the Teflon plasma torch mount, in the center of the Baird AFS-2000
instrument. The tube was painted matte black to reduce scatter-
ing of the light from the selenium HCL. For operation in the mode
in which it was fueled by hydrogen from the decomposition of
borohydride, the tube was connected directly to the end of the flow-
injection manifold. For operation with an external hydrogen source,
Fig. 1. Block diagram showing the optics and electronic configuration of the modi-
fied Baird AFS-2000 spectrometer for the simultaneous determination of sulfur by
molecular emission and selenium by atomic fluorescence.
‘T’-piece (2 mm i.d.) was added between the tube and flow-injection
manifold to introduce this hydrogen. The top of the spectrometer
extraction hood was connected to the extraction duct by a piece of
15 cm i.d. aluminium tubing which also blocked ambient light.
A microwave digestion system, Model MDS-81D (CEM Corpo-
ration, Mathews, NC, USA), with an output of 630 ± 70 W in 1%
increments, was used as the microwave source. PTFE flow-injection
tubing, of various lengths, was wrapped around an inner vessel (a
Teflon cylindrical container 4 cm in diameter and 12 cm high) and
positioned securely in the center of the cavity.
2.1.2. Flow-injection manifold
The flow-injection manifold used is shown schematically in
Fig. 2. The PTFE tubing prior to the gas–liquid separator (GLS)
was 0.8 mm i.d. From the GLS to the hydrogen diffusion flame,
the tubing was 1.5 mm i.d. A six-port PTFE Rheodyne rotary valve
(Supelco, Bellefonte, PA, USA) was plumbed into the reductant line.
An Ismatec SA MS-Reglo Model 7331-10 peristaltic pump (Cole-
Parmer, Vernon Hills, IL, USA) propelled the carrier, reagent and
sample streams. A second pump drained the GLS. The flow rates
were regulated by varying the speed of the pump-head and by
changing the i.d. of the Tygon pump tubing when necessary. Fol-
lowing microwave heating, the liquid was cooled by passing the
flow-stream through 2 m of 0.8 mm i.d. coiled PTFE tubing sub-
merged in an ice-bath.
A PerkinElmer ‘W’-type design gas–liquid separator (GLS), part
number B019-3772, was used for most of this work, but several
GLS incorporating glass frits, shown schematically in Fig. 3, were
also tested. Hoppstock and Lippert [37] fabricated a ‘frit-in-base’
GLS design specifically for the efficient removal of H2S from solu-
tion. Each GLS was filled with glass beads of 3–4 mm diameter. For
experiments involving microwave heating, the connections to the
PerkinElmer GLS were modified so that the inlet and waste-removal
tubing extended into the body of the separator (as shown in Fig. 3E).
The positioning of the drain-tube close to the base of the GLS has
been found to keep the amount of bulk liquid in the separator to
a minimum [38]. The glass beads prevented liquid transfer to the
atomizer and by submerging the GLS in the ice-bath, carry-over
of water vapor following the heating step was further minimized.
It is possible that other designs of GLS would be suitable; how-
ever, previous studies [39] have shown that the best design may be
dependent on the analyte and operating conditions.
For initial studies involving characterization of the Se/S detec-
tors, hydrochloric acid was used and a PermaPure Nafion® dryer,
model MD 110-12F (30 cm long, 2 mm i.d.) (Toms River, NJ, USA),
was connected between the top of the gas–liquid separator and the
base of the borosilicate glass atomizer to remove water vapor. As
the Nafion distorted under the action of the various acid vapors
produced from the strong reducing agents used in the microwave-
Fig. 2. Optimized flow-injection manifold for the microwave-assisted reduction of sulfur and selenium compounds: SAOB is the standard anti-oxidant buffer carrier stream
(2.0 mL min−1), RA is the hydriodic/acid acetic/hypophosphorous acids reagent stream (4.3 mL min−1), W is the waste stream. Flow rates for pump 1 (P1) are shown in
mL min−1. The sample solution, S, is introduced via a 1000-L injection loop, Ar represents the introduction of argon (600 mL min−1), H2 is the introduction of hydrogen
(200 mL min−1). GLS is the gas–liquid separator and HDF is the hydrogen diffusion flame.
Fig. 3. Gas–liquid separator designs. A–D represent designs incorporating glass frits. Design E was chosen as the best. The body of the separators are filled with beads topped
off, in the case of E, with mm-size crushed glass spirals. The designs are not shown to scale.
assisted reduction experiments, the dryer was removed for these
experiments.
The argon flow was controlled by a Type 1179A Mass-Flo® con-
troller (MKS, Andover, MA, USA), already calibrated for argon by the
manufacturer. For the experiments in which an external supply of
hydrogen fueled the flame, the argon gas flow rate was controlled
by the needle valve of a rotameter, and the hydrogen flow was con-
trolled by the mass-flow controller (MFC). The MFC was re-set by
a factor recommended by the manufacturer to account for the dif-
ference in densities between hydrogen and argon. The error in this
factor is, according to the manufacturers, less than 10%.
2.1.3. Data handling
Data for the Se fluorescence signal and S emission signal were
collected at 25 Hz, saved as an ASCII file, and imported into Peak-
Fit version 4 (SPSS Science Software Ltd., Edgbaston, U.K.) so that
peak areas could be calculated. Peak area measurement was cho-
sen in preference to peak height measurement because it was more
precise. A simplex optimization using MultiSimplex TM software
(MultiSimplex KB, Karlskrona, Sweden) found the optimal opti-
cal conditions for both the sulfur PMT, and the selenium PMT
and HCL. For these experiments, data was collected for 20 s in a
continuous-flow mode (rather than flow-injection mode). An EXCEL
spreadsheet (Microsoft) was used to find the signal/standard devia-
tion of the blank for each set of simplex conditions before the result
was entered into the MultiSimplex software.
2.2. Reagents
All solutions were prepared with distilled, deionized water pro-
duced by an E-Pure System (Barnstead). Hydrochloric acid solution
was prepared by diluting the appropriate amount of reagent ACS
grade concentrated hydrochloric acid (36.5%, m/m, Fisher Scientific)
with distilled, deionized water. A standard anti-oxidant buffer solu-
tion (SAOB) based on that used in sulfide determinations by Ebdon
et al. [40], was prepared by dissolving sodium borohydride (98%
minimum assay Alfa Aesar, Ward Hill, MA, USA) and sodium citrate
(Fisher Scientific) in a solution of sodium hydroxide (ACS reagent-
grade, Mallinckrodt, Paris, KY, USA) to give a solution containing
1.5% (m/v) NaBH4, 0.1% (m/v) NaOH, and 0.1% (m/v) citrate. Lower
concentrations of borohydride were used when microwave heating
was applied. For a borohydride concentration of 1.5%, segmentation
was excessive.
Standard selenium solutions (1000 mg L−1) were prepared by
dissolving the 0.333 g of sodium selenite (Fisher Scientific), and
0.239 g of sodium selenate (Fisher Scientific) in separate 100 mL
of distilled, deionized water. Solutions of sulfate, sulfite and sulfide
(5000 mg L−1) were prepared by dissolving 2.22 g of sodium sulfate
(Fisher Scientific), 1.97 g of sodium sulfite (Fisher Scientific), and
3.84 g of sodium sulfide (Na2S·9H2O) (VWR Scientific), in 100 mL
distilled, deionized water. Standards of lower concentrations were
prepared by dilution with standard anti-oxidizing buffer solution,
even though such solutions are not very stable and may need to be
prepared more frequently than solutions of higher oxidation states.
2.2.1. Preparation of tin(II) ‘strong’ phosphoric acid
Two methods of preparing the tin(II) ‘strong’ phosphoric acid
were considered. The first preparation proposed by Bogdanski et
al. [41] involved the addition of 240 g of tin metal to 1200 mL of
orthophosphoric acid, followed by distillation. Because the purity
of the tin metal available was unknown, a second method pro-
posed by Kiba et al. [31] was adopted. In this procedure, 50 g of
SnCl2·2H2O was added to 200 g of orthophosphoric acid. Since the
density of the orthophosphoric acid was 1.75 g L−1, the volume was
114 mL. The tin(II) chloride was ACS certified grade (Fisher Sci-
entific), and it was considered that this procedure would yield a
reagent with lower concentrations of impurities. Following addi-
tion of the tin(II) chloride to the orthophosphoric, the solution
was boiled under reflux for 2 h. The resulting reagent was too
viscous for use in the flow-injection manifold. On dilution with
water (1 + 3), the resulting solution could be pumped through the
manifold.
2.2.2. Preparation of hydriodic/hypophosphorous/acetic acid
reducing agent
The reagent, suggested by Gustafsson [35], was prepared by dis-
solving sodium hypophosphite, 2.5 g (Fisher Scientific) in 25 mL of
ACS reagent-grade glacial acetic acid (Mallinckrodt) in a round-
bottomed flask fitted with a ground-in condenser and a gas delivery
tube followed by the addition of hydriodic acid (100 mL of 57%, v/v
Alfa Aesar). The hydriodic acid was always taken from a freshly
opened flask. The solution was boiled under reflux for at least 2 h,
while a stream of argon gas was bubbled through the solution
(about 50 mL min−1) to remove traces of sulfur. During this time,
the color of the solution changed from brown to pale yellow, as
the iodine was reduced to iodide. This solution was cooled in argon




The parameters that were considered to influence the analytical
performance were the usual flow-injection parameters of sam-
ple volume, flow rates and reagent concentrations, total flow rate,
and nature of the gas liquid separator. In addition the observa-
tion height, the source of hydrogen (borohydride decomposition or
externally supplied) and the degree of pulsation produced by the
pumps were also considered to affect the signal to noise ratios. The
optical parameters and the flow-injection parameters were consid-
ered to be linked by the hydrogen flow rate which was expected
to influence the heights in the flame at which maximum emission
and maximum fluorescence were obtained. The quantitative figure
of merit was peak area signal sensitivity, while signal pulsations
were evaluated qualitatively. Conditions that produced excessive
pulsations were considered sub-optimal.
Following optimization of the manifold for the determination of
selenium as selenite, and sulfur as sulfide, the reduction of higher
oxidation states by the various reducing agents and the role of
microwave-assisted reduction were investigated. The parameters
studied included the concentration of the reagent, length of time in
the microwave field which in turn depended on tube length, flow
rate and power setting.
Initially the flow-injection manifold (shown in Fig. 2), was used
with higher concentrations of hydrochloric acid in the acid line.
Concentrations starting at 6 M, and then up to 12 M were tested
for the ability to reduce Se(VI) to Se(IV), and sulfate and sulfite to
sulfide. These experiments were also repeated with a microwave
oven in place between the confluence point of the acid and SAOB
streams, and the GLS. A 10 m knotted reaction coil (PerkinElmer)
was used as the reaction coil placed inside the microwave cav-
ity.
For the hydriodic acid based reagent, coil lengths of 2, 4 and 10 m,
and flow rates of 2.2, 4.3, 6.0, 8.9, and 11.4 mL min−1 were used. Not
all of the possible combinations of variables were tested due to the
high cost of this reagent. Power settings between 0% and 70% were
investigated. In several experiments this range included values at
which the solution boiled.
2.3.2. Method performance
The spectroscopic intereferences were evaluated. These
included the influence of the sulfur emission on the selenium
channel, and vice versa, and of HPO emission on the sulfur channel.
Calibrations for selenite and sulfide were obtained and estimates
made for the detection limits of these two species. The possibility
of devising a procedure for the determination of the three sulfur
species in admixture based on reaction with the three-acid mixture
reductant under different microwave conditions was evaluated.
The same evaluation was made for the two selenium species with
hydrochloric acid as the reductant.
3. Results and discussion
3.1. Method development
Better performance was obtained from the PerkinElmer GLS
shown in Fig. 3E than from any of the designs with frits in the inlet
channel or the base. The position of the inlet and outlet tubes was
found to be a significant feature and the positions shown in Fig. 3E
gave the best performance. The signal increased approximately lin-
early with sample volume. The response for various designs as a
function of stripping gas flow rate, in the absence of any additional
hydrogen, is shown, for sulfur, in Fig. 4. With the frit-in arm GLS
design (Fig. 3B) and argon stripping gas flow rates of 100 mL min−1
or higher, the flame was extinguished. The response for selenium
(not shown) was very similar.
Although it was possible to obtain signals for both elements
from the flame fueled by the internal generation of hydrogen, the
operating parameters could be varied only over a rather limited
range of values before the flame became unstable, lifted off or
dropped below the burner rim. The maximum argon flow rate was
200 mL min−1. There were significant fluctuations in signal, which
were decreased by the incorporation of pulse dampers, but were
not influenced by the geometry of the confluence point.
Better performance was obtained from the system in which
an external hydrogen supply was used. At a hydrogen gas flow
of 200 mL min−1, argon flows could be increased to 600 mL min−1,
which increased the height of the flame from 1.5 cm to 4 cm. This
Fig. 4. Plot of variation in signal as a function of argon flow rate for a 200L injection
volume of 2 mg L−1 sodium sulfide. Error bars represent standard deviations (n = 4).
allowed spatial separation of the sulfur and selenium signals so
that the spectral overlap observed for the smaller flame (the sig-
nal of 100g L−1 sulfur was increased by 20% in the presence
of 1 mg L−1 selenium) was eliminated. The signal to noise ratio
increased approximately linearly with argon gas flow for a variety
of dimensions of stripping coils. The best value was obtained for a
60-cm coil of internal diameter 0.8 mm.
The detection limits, for a 200-L sample volume, were
10g L−1 for selenite and 70g L−1 for sulfide for the internally
fueled system and 2g L−1, and 15g L−1 for the species, respec-
tively for the externally fueled system. The upper limit of the
calibration was 2 mg L−1 for selenium and 100 mg L−1 for sulfur,
though this decreased to about 10 mg L−1 for the externally fueled
system. The throughput, based on peak width, was 180 h−1.
3.2. Microwave-assisted reduction of sulfur and selenium species
Hydrochloric acid, 6 M, reduced Se(VI) to Se(IV) at microwave
power settings of 20–30%. Concentrated hydrochloric acid (12 M)
fully reduced Se(VI) to Se(IV) without the use of microwave radia-
tion, whereas the reduction of sulfite to sulfide was only partial; 30%
power was needed for complete reduction. No signal was obtained
for sulfate at any microwave power setting for hydrochloric acid.
The main disadvantage of the diluted tin(II) orthophosphoric
acid was that the reducing power had been greatly diminished by
dilution [30]. The other disadvantage was that the production of
phosphoric acid vapor had to be controlled. If the GLS was not prop-
erly cooled, phosphoric acid vapor would carry over to the flame,
and the green HPO emission was observed causing a positive bias
in the sulfate signal due to spectral overlap. The three-acid mixture
had a much lower viscosity than the concentrated tin-phosphoric
acid reagent, and could be pumped through the flow-injection man-
ifold.
The experiments with various coil lengths and flow rates showed
that for a 2-m coil, there were problems at both high and low flow
rates. At high flow rates the conversion of sulfate to sulfide was
poor; at low flow rates, the reproducibility was poor (RSD > 10%). For
the 10-m coil, although reduction of sulfate to sulfide was possible,
unless very high flow rates were used, the segmentation produced
when the microwave power was sufficiently high to cause sulfate
reduction gave rise to erratic flow to the gas–liquid separator pro-
ducing multiple peaks and poor precision. Typical peak shapes for a
1000-L injection of 10 mg L−1 sulfate at various microwave power
settings are shown in Fig. 5. This rather large injection volume
was decreased to a more typical volume of 200L, when analyt-
ical figures of merit were determined. The peaks at 40% and 50%
microwave power are broad, which suggests that it may be pos-
sible to decrease the injection volume considerably. Peak shapes
were erratic when the microwave power was increased above 50%;
the solution boiled and the flow into the gas–liquid separator
was no longer uniform. When the flow rates were decreased from
6 mL min−1 to 2–3 mL min−1, the peak areas increased; however,
peak shape and reproducibility were poor.
The signal from a mixture of 10 mg L−1 sulfide and 10 mg L−1
sodium sulfate under microwave-on and microwave-off conditions
showed that with the microwave-off, only sulfide was detected,
whereas with the microwave-on both sulfide and sulfate were
detected. Hence it would be possible to determine these two species
based on a simple microwave-on/microwave-off strategy.
Of the coil lengths investigated, the best results were obtained
with the 4-m coil. The sulfur signal resulting from the reduction
of sulfate in the 4-m coil at various flow rates as a function of
microwave power all showed two maxima. For each flow rate, the
decrease after the first maximum coincided with the onset of boil-
ing. Below the boiling point, the flow of liquid was uniform; whereas
when boiling occurred, the flow rate fluctuated and mis-shaped
Fig. 5. Responses for five injections of 1000L of 10 mg L−1 sulfate at various
microwave power settings (% of 630 W). The reductant was the hydri-
odic/acetic/hypophosphorous acids reagent. The peaks are shown displaced on the
time axis for clarity. As can be seen from the figure, the blank signal was only a few
mV.
peaks were formed. Above the boiling point, the sample and reduc-
ing agent left the microwave cavity as vapor and the flow was
again uniform. Conversion of liquid to gas within the manifold (as
the solution boiled), followed by condensation (as the fluid passed
through the ice-bath) produced uniform flow to the GLS. At the
lower flow rate of 2.2 mL min−1, a decreased signal was obtained
with poorer signal to noise ratio. However, for the relatively low
flow rate of 4.3 mL min−1, and 20% power, the conversion of sulfate
to sulfide was approximately 90%.
The possibility of determining all three sulfur species in a mix-
ture was investigated for the 10-m coil. The results are shown in
Fig. 6. At zero microwave power, the signal was almost entirely due
to sulfide though a small signal (approximately 5% of the sulfide
signal) from sulfite was observed. As the microwave power was
Fig. 6. Plots of peak areas for a 1000L injection of 10 mg L−1 of each sulfur com-
pound ( sulfide,  sulfite,  sulfate) and a mixture () of 10 mg L−1 of each
compound as functions of microwave power. The reaction coil was 10 m and the
SAOB and three-acid mix reducing agent flow rates were both, 6 mL min−1. Error
bars are standard deviations (n = 3).
increased, the signal from sulfite increased to about 40% of that
due to sulfide, and showed a constant response between 10 and
40%, and an increasing response from 40% to 90%. No signal was
observed from sulfate until 50% power was applied. Thus a range of
power (10–40%) can be identified within which it would be possi-
ble to determine sulfide and sulfite, for powers approaching 90% it
would be possible to detect all three species, though quantification
would require careful calibration to account for the different sen-
sitivity for each species. Such an approach has been demonstrated
previously [36].
For all coil lengths, an increase in response for sulfide was
observed as the microwave power increased to 10% due most likely
to the increases in separation efficiency of the gas–liquid separator
as the solution temperature increases.
Conditions were not found under which the conversions of sul-
fite and sulfate to sulfide were 100%; although 80–90% conversions
were obtained for various combinations of flow rate, coil length and
microwave power. These values are in line with those encountered
in other chemical vapor generation procedures, such as hydride
generation, and are not considered to be a major limitation of the
method.
4. Conclusions
For a hydride generation atomic fluorescence procedure with
a hydrogen diffusion flame atomizer, better performance can be
obtained if an external source of hydrogen is used rather than
relying solely on the hydrogen produced by the decomposition
of the excess borohydride. The incorporation of glass frits into
the gas–liquid separator does not lead to improved performance,
whereas the careful placing of the inlet and outlet tubings within
the body of the separator does.
It is possible to determine sulfide and selenate/selenite by
hydride generation with borohydride acidified with hydrochloric
acid in flow-injection system with no additional input of energy
in which the species produced in a hydrogen diffusion flame are
detection by emission (from molecular S2 species) and fluorescence
(from atomic Se). With the addition of microwave energy, the suite
of analytes can be extended to include sulfite.
It is not possible to determine sulfate unless a stronger reducing
agent is used. A mixture of hydriodic, hypophosphorous and acetic
acids will reduce sulfate to sulfide in a flow-injection manifold pro-
vided microwave-assisted heating is supplied. There is a microwave
power threshold after which sulfate is reduced and prior to which
only sulfide and sulfite are detected. Thus it is possible to devise
a procedure in which all three sulfur species could be detected,
although the calibration of such a procedure would be somewhat
complicated. The detection limits achievable (2–20g L−1), while
inferior to those of vapor generation with measurement by AAS or
AFS, are adequate to support studies involving selenium-enriched
plants and yeasts, and the procedure is suitable as a post-column
reaction scheme, when likely interferences from some metal ions
would be avoided.
Acknowledgements
We thank Rick Sanzolone and the US Geological Survey for the
donation of the Baird AFS spectrometer. We also thank Sue Evans
Norris and VHG Labs, Manchester NH for the provision of equipment
relating to the Baird AFS instrument.
References
[1] G.F. Coombs, L.C. Clark, Selenium and cancer, in: D. Heber, G.L. Blackburn, V.L.W.
Go (Eds.), Nutritional Oncology, Academic Press, New York, 1999, pp. 215–222.
[2] P.D. Whanger, Selenium and its relationship to cancer: an update, Br. J. Nutr. 91
(2004) 11–28.
[3] K. Pryzynska, Speciation analysis of some organic selenium compounds—a
review, Analyst 121 (1996) 77R–83R.
[4] S. McSheehy, P. Pohl, J. Szpunnar, M. Potin-Gauthier, R. Lobinski, Analysis for
selenium speciation in selenized yeast extracts by two-dimensional liquid
chromatography with ICP-MS and electrospray MS–MS detection, J. Anal. At.
Spectrom. 16 (2001) 68–73.
[5] Y. Ogra, K. Ishiwata, Y. Iwashita, K.T. Suzuki, Simultaneous speciation of sele-
nium and sulfur species in selenized odorless garlic (Allium sativum L. Shiro)
and shallot (Allium ascalonicum) by HPLC-inductively coupled plasma-(octopole
reaction system)-mass spectrometry and electrospray ionization-tandem mass
spectrometry, J. Chromatogr. A 1093 (2005) 118–125.
[6] P.C. Uden, H.T. Boakye, C. Kahakachchi, R. Hafezi, P. Nolibos, E. Block, S. John-
son, J.F. Tyson, Element selective characterization of stability and reactivity of
selenium species in selenized yeast, J. Anal. At. Spectrom. 19 (2004) 65–73.
[7] C. Gabel-Jensen, K. Lunoe, K.G. Madsen, J. Bendix, C. Cornett, S. Sturup, H.R.
Hansen, B. Gammelgaard, Separation and identification of the selenium-sulfur
amino acid S-(methylseleno)cysteine in intestinal epithelial cell homogenates
by LC-ICP-MS and LC-ESI-MS after incubation with methylseleninic acid, J. Anal.
At. Spectrom. 23 (2008) 727–732.
[8] S. Sturup, S. Bendahl, B. Gammelgaard, Optimization of LC-DRC-ICP-MS for the
speciation of selenotrisulfides with simultaneous detection of sulfur and sele-
nium as oxides combined with the determination of elemental and isotope
ratios, J. Anal. At. Spectrom. 21 (2006) 201–203.
[9] B.P. Jensen, C. Smith, I.D. Wilson, L. Weidolf, Sensitive sulfur specific detection
of omeprazole metabolites in rat urine by high-performance liquid chromatog-
raphy/inductively coupled plasma mass spectrometry, Rapid Commun. Mass
Spectrom. 18 (2004) 181–183.
[10] A.C. Calokerinos, D.A. in, A.C. Stiles, A. Calokerinos, Townshend (Eds.), Flame
Chemiluminescence Analysis by Molecular Cavity Detection, John Wiley, Chich-
ester, 1994.
[11] R.M. Dagnall, K.C. Thompson, T.S. West, Molecular-emission spectroscopy in
cool flames. I. The behavior of sulfur species in a hydrogen-nitrogen diffusion
flame and in a shielded air-hydrogen flame, Analyst 92 (1967) 506–512.
[12] T.A. Arowolo, M.S. Cresser, Automated determination of sulfide by cool flame
molecular emission spectrometry, Microchem. J. 45 (1992) 97–100.
[13] K.C. Thompson, Atomic fluorescence determination of antimony, arsenic, sele-
nium and tellurium using the hydride generation technique, Analyst 100 (1975)
307–310.
[14] L.C. Ebdon, J.R. Wilkinson, K.W. Jackson, A simple and sensitive continuous
hydride generation system for the determination of arsenic and selenium by
atomic absorption and atomic fluorescence spectrometry, Anal. Chim. Acta 136
(1982) 191–199.
[15] K. Tsujii, K. Kuga, Determination of arsenic by nondispersive atomic fluores-
cence spectrometry with a gas sampling technique, Anal. Chim. Acta 72 (1974)
85–90.
[16] A. D’Ulivo, P. Papoff, D. Festa, A simultaneous multielement nondispersive
atomic-fluorescence spectrometer using modulate sources and frequency dis-
crimination of fluorescence signals, Talanta 30 (1983) 907–913.
[17] A. D’Ulivo, L. Lampugnani, R. Zamboni, Combined electrothermally heated
quartz-tube atomizer for the hydride generation non-dispersive atomic fluo-
rescence determination of selenium, J. Anal. At. Spectrom. 5 (1990) 225–229.
[18] J. Dedina, A. D’Ulivo, Argon-shielded, highly fuel-rich, hydrogen-oxygen diffu-
sion microflame: a new hydride atomizer, Spectrochim. Acta Part B 52 (1997)
1737–1746.
[19] W.T. Corns, P.B. Stockwell, L. Ebdon, S.J. Hill, Development of an atomic fluores-
cence spectrometer for the hydride forming elements, J. Anal. At. Spectrom. 8
(1993) 71–77.
[20] L. Pitts, P. Worsfold, S.J. Hill, Selenium speciation—a flow-injection approach
employing online microwave reduction followed by hydride generation-quartz
furnace atomic-absorption spectrometry, Analyst 119 (1994) 2785–2788.
[21] D.W. Bryce, A. Izquierdo, M.D.L. Decastro, Speciation of selenium using flow
injection hydride generation atomic fluorescence spectrometry, J. Anal. At.
Spectrom. 10 (1995) 1059–1063.
[22] A.E. Moreno, C. Perez-Conde, C. Camara, Speciation of selenium in environmen-
tal matrices by flow injection analysis-hydride generation-atomic fluorescence
spectrometry. Comparison of off-line, pseudo on-line and on-line extraction
and reduction methods, J. Anal. At. Spectrom. 15 (2000) 681–686.
[23] M.G. Cobo-Fernandez, M.A. Palacios, D. Chakraborti, P. Quevauviller, C. Camara,
On-line speciation of Se(VI), Se(IV) and trimethylselenium by HPLC microwave-
oven hydride generation atomic-absorption spectrometry, Fresenius J. Anal.
Chem. 351 (1995) 438–442.
[24] J.M.G. LaFuente, M.L.F. Sanchez, A. Sanz-Medel, Speciation of inorganic sele-
nium and selenoaminoacids by on-line reversed-phase high-performance
liquid chromatography focused microwave digestion hydride generation atomic
detection, J. Anal. At. Spectrom. 11 (1996) 1163–1169.
[25] J.M.G. LaFuente, M.L.F. Sanchez, J.M. Marchante-Gayon, J.E.S. Uria, A. Sanz-
Medel, On-line focused microwave digestion-hydride generation of inorganic
and organic selenium: total determination and inorganic selenium specia-
tion by atomic absorption spectrometry, Spectrochim. Acta Part B 51 (1996)
1849–1857.
[26] D.W. Bryce, A. Izquierdo, M.D. Luque de Castro, Use of focused microwaves for
expeditive shortening of sample pretreatment digestion and reduction proce-
dures prior to selenium speciation as selenium (IV) or selenium (VI), Analyst
120 (1995) 2171–2174.
[27] T.A. Arowolo, M.S. Cresser, Automated determination of sulfite and sulfur diox-
ide by cool flame molecular emission spectrometry after reduction to hydrogen
sulfide with sodium tetrahydroborate (III), Talanta 11 (1992) 1471–1478.
[28] J.C.C. Santos, M. Korn, Exploiting sulphide generation and gas diffusion sepa-
ration in a flow system for indirect sulphite determination in wines and fruit
juices, Microchim. Acta 153 (2006) 87–94.
[29] J. Cmelik, J. Machat, E. Niedobova, V. Otruba, V. Kanicky, Determination of free
and total sulfur dioxide in wine samples by vapour-generation inductively cou-
pled plasma-optical-emission spectrometry, Anal. Bioanal. Chem. 383 (2005)
483–488.
[30] E. Rancke-Madsen, Determination of sulfate by reduction with stannous chlo-
ride, Acta Chem. Scand. 773 (1949) 1952–1957.
[31] T. Kiba, T. Takagi, Y. Yoshimur, I. Kishi, Tin(II) strong phosphoric acid, a new
reagent for the determination of sulfate by reduction to hydrogen sulfide, Bull.
Chem. Soc. Jpn. 28 (1955) 641–644.
[32] A. Steinbergs, O. Iismaa, J.R. Freney, N.J. Barrow, Determination of total sulfur in
soil and plant material, Anal. Chim. Acta 27 (1962) 158–164.
[33] C.M. Johnson, T. Arkley, Microestimation of sulfur in plant materials, soils and
irrigation waters, Anal. Chem. 26 (1954) 1525.
[34] G. Norwitz, Spectrophotometric determination of sulfate in propellants, nitro-
cellulose, Analyst 96 (1971) 494–501.
[35] L. Gustafsson, Determination of ultramicro amounts of sulfate as methylene
blue-II, Talanta 4 (1960) 236–243.
[36] P. Yehl, Studies of Chemical Speciation Using Atomic Spectrometry, Ph.D. Dis-
sertation, University of Massachusetts, Amherst, 1997.
[37] K. Hoppstock, H. Lippert, An improved gas–liquid separator for the selective
determination of sulfide by ICP-OES using the evolution of hydrogen sulfide, At.
Spectrosc. 18 (1997) 35–40.
[38] D.L. Tsalev, M. Sperling, B. Welz, Speciation determination of arsenic in urine by
high-performance liquid chromatography hydride generation atomic absorp-
tion spectromety with on-line ultraviolet photooxidation, Analyst 123 (1998)
1703–1710.
[39] C. Vargas-Razo, J.F. Tyson, Determination of cadmium by flow injection-
chemical vapor generation-atomic absorption spectrometry, Fresenius J. Anal.
Chem. 366 (2000) 182–190.
[40] L.C. Ebdon, S.J. Hill, M. Jameel, W.T. Corns, P.B. Stockwell, Automated determi-
nation of sulfide as hydrogen sulfide in waste streams by gas-phase molecular
absorption spectrometry, Analyst 122 (1997) 689–693.
[41] S.L. Bogdanski, I.M.A. Shakir, W.I. Stephen, A. Townshend, Determination of trace
amounts of sulfate by molecular emission cavity analysis using a vaporization
system, Analyst 104 (1979) 886–890.
